
 

 
  

NON OXIDISING BIOCIDE TEST 
ISOTHIAZOLINONE (Kathon WT Calibration) 

    

Notes Health & Safety 
Please read before proceeding with the test. Refer to R & S phrases on individual bottles. 
When performing the test hold the dropper bottles exactly upside 
down and allow drops to form slowly and fall off under their own 
weight. 

Wear protective gloves and safety goggles when performing any 
tests using corrosive, harmful or irritant reagents. 

Do not shake off drops, as this will affect the accuracy of the test. Do not ingest. 
 

1. Add 10 drops of K1 to the empty 50ml graduated container. 

2. Add sample to the container up to the 50ml mark, cap and shake to mix. 

3. Add 1.0 ml of K2 to each of two 30 ml graduated containers and rinse the syringe with sample water. 

4. Fill each of the two containers up to the 20ml mark with the sample/reagent K1 mixture.  Mix and wait for 1 minute. 

5. Add 0.5 ml of K3 to each container.  Mix, wait for one minute and rinse the syringe with sample water. 

6. Add 3 drops of K5 to one of the clear plastic containers.  Pour in the contents of one of the graduated containers and mix by tipping 

the contents between the containers, ending with the contents back in the graduated container.  This is now the BLANK cell. 

7. Add 1 ml of K4 to the other graduated container.  This is now the TEST cell. Mix and wait for 1.5 minutes, rinse syringe. 

8. Add 3 drops of K5 to the second container as in step 6 above, and repeat this procedure with the contents of the TEST cell. 

9. Add 1 ml of K4 to the BLANK cell.  Mix and wait 1.5 minutes. Transfer 20ml of solution from each of the tubes into the glass 

measuring tubes. 

10. Place the BLANK tube in the right side of the rack and the TEST tube in the middle. 

11. Place the rack over the colour card and move it along the row of colours until a match is found by looking down the tube. 

12. Read the concentration of Isothiazalinone from the scale. 
 

 

Range 0.25 2.0 mg/l 
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